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] —. +Q1: 0.253 to 0.466 min from Sample 65 (KLOW) of 20260609 RAYSCHIAS;I.\M" (Turbo Spray) Max. 4.7e5 cps.
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[ W Q1:1.510 to 1.568 min from Sample 65 (KLOW) of 20260609 RAYSCHIASET.wiff (Turbo Spray) Max. 5.4¢6 cps.
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[ "W TWC of DAD Spectral Data: from Sample 65 (KLOW) of 20260609 RAYSCHIASET1.wiff Max. 4.5e4 mAU.
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Net Weight UV Purity
Sample Name MW (g/mol Detected
P Measured (g ) (220nm) (%)
403.5/1419.5/ 402.7/1420.5[M+H];
KLOW 80MG 763 mg | 4964.0/342.5 | 1242.5[M+4H],994.2[M+5H]/343.2[M+H] 99.3

Endotoxin Results:

Endotoxin Testing Value
(EU/mg)

KLOW 80MG 0.055

Sample Name

ICP-MS

Element Sym. DL (ppm) ppm

Antimony Sb 0.15 <0.15
Arsenic As 0.15 <0.15
Cadmium Cad 0.15 <0.15
Cobalt Co 0.15 <0.15
Copper Cu 0.15 <0.15
Lead Pb 0.15 <0.15
Mercury Mg 0.15 <0.15
Nickel Ni 0.15 <0.15
Vanadium \Y 0.15 <0.15

Salts and sugars that serves as fillers in injectables are not considered as impurities.
Conclusion: The product comes with KLOW 76.3MG with purity of 99.3%.
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